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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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Indian Standard 

SPECIFICATION FOR 
SPECULA, AURAL 

0. FOREWORD 

0.1 This Indian Standard was adopted by the Indian Standards Institu- 
tion on 26 October 1966, after the draft finalized by the Surgical Instru- 
ments Sectional Committee had been approved by the Consumer Products 
Division Council. 

0*2 The formulation of Indian Standards on surgical instruments has been 
taken up on the recommendations of the Advisory Committee for Develop- 
ment of Surgical Instruments, Medical Equipment and Hospital Appliances 
of the Ministry of Industry, Government of India. 

0#3 This standard, covering aural specula, Peter's type with its mount 
having an inflating system, Yarsley's type and Gruber's type, is expected to 
cater most of the requirements of specula in ENTwork, 

0#4 This Indian Standard is one of a scries on surgical instruments. Other 
standards published so far in the series appear at page 8. 

0.5 For the purpose of deciding whether a particular requirement of this 
standard is complied with, the final value, observed or calculated, express- 
ing the result of a test, shall be rounded off in accordance with IS : 2-1960*, 
The number of significant places retained in the rounded off value should 
be the same as that of the specified value in this standard. 

1, SCOPE 

1.1 This standard covers the requirements of Peter's type aural specula with 
its mounting and inflating bulb, Yarsley's type and Gruber's type aural 
specula used in ENT work, 

2, MATERIAL 

2.1 The metal parts shall be fabricated from brass. 

2.2 The lens shall be made of clear optical glass and shall be free from air 
bubbles, striae, grinding marks, etc. 

2.3 Inflating Bulb and Tube — The inflating bulb and tube shall be 
made of natural rubber. The bulb shall be ovoid in shape. The bulb may 
be securely fitted at one end with an air inlet non-return valve or the bulb 
may be without such a valve and other end fitted to the speculum mount- 
ing preferably by Luer lock ( see IS : 3234-1965t). 

♦Rules for rounding off numerical values ( revised ) . 

tSpecification for conical fitting for hypodermic syringes, needles and other medical 
equipment, Luer type. 
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3, SHAPE AND DIMENSIONS 

3.1 The shapes and dimensions shall generally conform to Fig. 1 to 4. 
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All dimensions in millimetres. 
Fig. 1 SpeguluMj Peter's Pattern 
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Fig. 2 Specula Mounting with Inflating Bulb 
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4. MANUFACTURE 

4.1 The speculum shall be pressed or spun into shape, true and uniform. 
The mounting shall be cast and machined. The lens mount shall be 
machined. 

5. WORKMANSHIP AND FINISH 

5.1 The speculum and its mounting shall be finely polished and chromium 
plated over nickel. The interior surface of the speculum and the mounting 
shall have a non-reflecting finish. The speculum and the inflating bulb 
shall easily fit in the mounting, without any play. The Yarsley's pattern 
speculum shall be bronzed; the inside being non-reflecting. 



IS: 3788. 1966 





.- Di 


jiA - 












r 




i 


i 






u 


1 


40 






Vv 
\\ 

u 

u 

\\ 

II 


I 

ij 




K SHEET 








V-O-355 THIC 






^^p 


i^ 




L 






f 


^ 






D2 

r 






1 










L^ 






- 03 






^l 


D2 


■^1 

/?3 


D, 


D, 


20^0 


4-0 


4-5 : 


23-0 


6-0 


6-5 


21*5 


4-5 


5-0 : 


24-5 


7-5 


8-5 




All dime 


msi< 


)ns in 


millimetres. 





Fig. 4 Speculum, Gruber's Pattern 

5.2 The focal length of the lens used in the mounting shall be 140 mm 
to 170 mm, 

5.3 The plating shall conform to Grade C of IS : 1068-1958*. 

6. MARKING 

6.1 Each speculum shall be clearly and indelibly marked with the manufac- 
turer's name, initials or trade-mark and the origin of manufacture. 

6,1.1 The speculum may also be marked with the ISI Certification 
Mark, 

Note — The use of the ISI Certification Mark is governed by the provisions of the 



•Specification for copper, nickel and chromium electroplated coatings. 
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Indian Standards Institution ( Certification Marks ) Act, and the Rules and Regulations^ 
made thereunder. Presence of this mark on products covered by an Indian Standard 
conveys the assurance that they have been produced to comply with the requirements 
of that standard, under a well-defined system of inspection, testing and quality control 
during production. This system, which is devised and supervised by ISI and operated 
by the producer, has the further safeguard that the products as actually marketed are 
continuously checked by ISI for conformity to the standard. Details of conditions, under 
which a licence for the use of the ISI Certification Mark may be granted to manufac- 
turers or processors, may be obtained from the Indian Standards Institution. 

7. TEST 

7.0 The Peter's type speculum and the mounting shall be tested as pre- 
scribed in7«l. 

7.1 Test for Air Leaking — When completely assembled, the instrument 
shall be subjected to an internal air pressure of 150 mm of mercury. The 
instrument or the valve shall shov^ no leaking of air when the air supply is 
closed. In performing this test the air holes on the mount and the 
speculum shall be staggered on assembly. 
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3318-1965 General requirements for surgical scalpels and knives ... 1*00 

3319-1965 Surgical scalpels with detachable blades ( Bard Parker type ) ... 3-00 

3320-1965 Surgical scalpels ... ... ... ... ... 1*00 

♦3642-1966 General requirements for surgical instruments ... ... — 

3643-1966 Dissecting forceps ( serrated and toothed ) ... ... 2*00' 
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♦3799-1966 Forceps, aural and nasal, crocodile action 

♦3807-1966 Forceps, dressing, aural and nasal 
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♦Under print. 
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